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TERPS 8#00
PRESSURE SENSOR

S/N #######
### TO ### ### #
Supply: ### TO ### Vdc
Output: ######
Temp. Range: ### TO #### °C

DRUCK LTD. GROBY, LE6 0FH, UK

[1]
[2]

[3]

[4]
[5]
[6]

[9]

#PS 8###-T#-A#-C#-H#-##

[7]
[8]

DRUCK
RPS 8100-##B-########  S/N #######
### TO ### ### #
Supply: ### TO ### Vdc

[1]
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[4]
[5]
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P Ki j x X i y Y j
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Pressure
11 - 28 V DC

0 V
RS-485 A
RS-485 B

Pressure

Device 1
Address 1

Pressure

Device 2
Address 2

Pressure

Device 3
Address 3

+ 0V + 0V + 0V

RS-485
Terminator

RS-485
Terminator

RS-485
Interface

RS-485 +

RS-485 –



 

 
   

  

 

  

Pressure
11 - 28 V DC

0 V
RS-232 Tx
RS-232 Rx

Pressure
Micro-USB socket
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New set-point (span) 
using the H command

New off-set (zero) using 
the S command
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